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Declaration of Decontamination Status Form 

 
 

Please Note: 

 

When returning products that have been used by clients it is expected by the MHRA 
[Medicines and Healthcare Products Regulatory Agency] that these are cleaned or 

decontaminated before being returned to the supplier. 

 

Please see: 

https://www.gov.uk/government/uploads/system/uploads/attachment_d
ata/file/421028/Managing_medical_devices_-_Apr_2015.pdf 

for more information 

 
 

When decontaminating your item to be retuned, please do not use any 
oil based cleaning products, such as those marketed as eco-friendly, as 

this can leave marks on the item. 
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Items subject to inspection, maintenance, repair, or disposal, either on site or at the 
manufacture’s or agent’s premises, should be decontaminated beforehand. Any 
loaned items being returned to a manufacturer or supplier should also be 
decontaminated.    


